[Anaesthetic gas suction device for the Takaoka-Respirator ("Ventex") (author's transl)].
Due to its basic principle the Takaoka-Respirator uses essentially a higher gas flow per minute then the normal anesthesia-circuit-system. In order to avoid any air-pollution we have recently constructed a special airtight plastic box (Ventex) with fittings for the respirator and its manometer.